
Infant Respiratory Rate Monitor 12/1/2012 

Summary Statistics Report

Application: Infant Respiratory Rate Monitor

Description:

Analyst Name(s):

Company:

Facility Location:

Product Identifier:

Assessment Type: Detailed

Limits:

Sources:

Risk Scoring System: designsafe Three Factor

Guide sentence: When doing [task], the [user] could be injured by the [hazard] due to the [failure mode].

Summary

Item Counts

4Total Users

6Total Tasks

24Total Hazards (Task-Hazard pairs)

Residual Risks

Number of residual risks that are:

0High

0Moderate

24Low

0Unspecified

(risk levels are a function of risk scoring system)

Initial Risks

Number of initial risks that are:

2High

9Moderate

13Low

0Unspecified

(risk levels are a function of risk scoring system)

Change in risk levels

2High to Low

9Moderate to Low

13No change in risk level

(risk levels are a function of risk scoring system)

Status

0Complete

0On-going

0In-process

0TBD

0Action Item

24Unspecified
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Details

Total Tasks 6

Doctor 11

Nurse 22

Nurse Aide / Orderly 23

Patient 14

Total Hazards             24

Doctor/apply / remove medical monitoring equipment             51-1

Nurse/lift / reposition patients             12-1

Nurse/monitor patients             52-2

Nurse Aide / Orderly/help patients in / out of bed             13-1

Nurse Aide / Orderly/monitor patients             53-2

Patient/rest             74-1
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